[Evaluation of isotope nephrograms by the deconvolution method (author's transl)].
By means of deconvolution, which can be preformed simply with a minicomputer, a new function is derived from the circulation activity time function and the renal activity time function. This function describes the impulse response of the system "Kidney". The activity time functions are determined with a four-probe counter. The impulse response allows statements about the time during which the activity remains in the kidney, the relative blood flow of both kidneys and a so-called passage time distribution. It was also attempted to substitute the circulation activity time function by a derivative of the bladder activity time function.